Method comparison: MP Y, MP X 20 to <1.8
CLSI EP09-A3 - Appendix |

Filter: No filter

Last updated 10 September 2026 at 14:23 by Analyse-it Software, Ltd.

Descriptives

Difference plot

0.3 -
[ ]
0.2
0.1 - -
_ - - —
]
= e e e e e e L L L L e L L L L L L L e L e L L e L L L LT
Bl 0 i — =
> :'."_".':?:‘.‘:'."_".':?:‘?'_".'-'.:;':?:‘?'_".':'."_".':."_".'2'."_".':?';'.‘:’."_".':?'; .
o - | |
S 0.1
<
a -0.2 4
=
u
-0.3 A
0.4 -
u
'0.5 T T T T T T T T 1
0 0.2 0.4 0.6 0.8 1 1.2 14 1.6 1.8
(MPY +MP X) / 2 (ug/L)
N | 40
Measuring interval | 0.0000 to 1.8000
| Minimum Maximum
MP Y 0.0010 1.8330
MP X 0.0010 1.7740
(MPY+MPX)/2 0.0025 1.7695
Fit Differences
Parameter |  Estimate 95% ClI SE
Mean difference| -0.0204 -0.05089 to 0.01014 0.01508
Comparability
Allowable
Interval | Difference 95% Cl difference p-value
0.0025 to 1.7695| -0.0204 -0.0509 to 0.0101 +0.0600 0.18461

HO: Hdifference = 0

The difference is equal to 0.

H1: Mifference # 0

The difference is not equal to 0.

' Do not reject the null hypothesis at the 5% significance level.
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Method comparison: MP Y, MP X 21.8 to <100
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(MPY + MP X) /2 (ug/L)
N | 39
Measuring interval | 1.8000 to 100.0000
| Minimum Maximum
MPY 1.9450 99.8020
MP X 1.7730 91.2350
(MPY+MPX)/2 1.8590 95.5185
Fit Differences
Parameter |  Estimate 95% ClI SE
Mean difference| -0.43% -2.689% to 1.829% 1.116%
Comparability
Allowable
Interval | Difference 95% Cl difference p-value
1.8590 to 95.5185| -0.43% -2.7% t0 1.8% 16.0% 0.70191

HO: Hdifference = 0
The difference is equal to 0.

H1: Maifference # 0
The difference is not equal to 0.

' Do not reject the null hypothesis at the 5% significance level.
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