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Frequencies

H. pylori: Immunochromatic
H. pylori: HM-CAP EIA - + Total

- 222 15 237
41.4% 2.8% 44.2%

+ 14 285 299
2.6% 53.2% 55.8%

Total 236 300 536
44.0% 56.0%

Proportions

  Agreement Wilson 95% CI
- 0.937 0.898 to 0.961
+ 0.953 0.923 to 0.972

Agreement

Po  0.946

Pe  0.507

Kappa  0.890
Wald 95% CI  0.851 to 0.929

SE  0.0198

Method comparison: H. pylori: HM-CAP EIA, H. pylori: Immunochromatic

CLSI EP12-A2 - Example 10.3.2

Filter: No filter

Pi = πii / πi+
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