Pareto: Failure by Training, Operator

Downtime of colorimeter for measuring copper concentration.

Last updated 2 February 2016 at 8:02 by Analyse-it Software, Ltd.
Pareto: Failure

Downtime of colorimeter for measuring copper concentration.

Last updated 2 February 2016 at 8:04 by Analyse-it Software, Ltd.
Pareto: Failure

Downtime of colorimeter for measuring copper concentration.

Last updated 2 February 2016 at 8:38 by Analyse-it Software, Ltd.

- Colorimeter drift: 26 occurrences, 44.8%
- Deformed tubing: 11 occurrences, 63.8%
- Electrode failure: 6 occurrences, 74.1%
- Reagents: 6 occurrences, 84.5%
- Light failure: 2 occurrences, 87.9%
- Miscellaneous: 7 occurrences

Total failures: 56

Cumulative frequency: 100%